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Abstract— Multiphase flow measurement aims to accurately 
quantify the flow rates of the fluids flowing through a pipe. 
Depending on the measurement principle, the accuracy can be 
heavily affected by the spatial distribution of flow components. 
The component distributions or flow patterns vary depending 
on the fluid properties and process conditions. The present work 
reports the measurement principles and analysis of the data 
simultaneously acquired from a multimodal metering device. A 
combined multimodal analysis, encompassing hard and soft 
tomography techniques, potentially leads to enhanced accuracy 
of the flow fractions. The multimodal approach exploited here 
combines Gamma-Ray tomography (GRT) and Electric 
Capacitance tomography (ECT). The metering methodology 
combines the robustness and high resolution of the techniques 
for density stratification and permittivity distributions imaging. 
The fundamental principles and imaging capabilities of each 
technique are addressed here. First results of the multimodal 
approach performance are also demonstrated using 
intermittent flow structure data obtained from the multiphase 
flow loop at NORCE Technology. The challenges and potential 
improvements are also stated.  

Keywords— Multimodal tomography, multiphase flow, 
gamma-ray tomography, electrical capacitance tomography 

I. INTRODUCTION  

Within the Oil and Gas industry, hydrocarbon transport 
remains a challenge due to the intrinsic solubility of the 
production associated fluids and the wide range of process 
conditions throughout the production chain. Depending on the 
measurement principle, the accuracy of the flow meters has 
been found to be heavily affected by the fluid properties and 
process conditions. Multiphase flow measurement (MFM) is 
inherently complex leading to existing commercial devices 
with uncertainties from 5% to 20% or more on each of the 
flowing phases. This reality yields flow assurance issues and 
transport difficulties that challenge the downstream 
equipment operation. 

Industrial Process Tomography (IPT) techniques have 
advantageous characteristics that make them highly attractive 
for MFM measurement. These characteristics answer to the 
requirements of the industry and address some key challenges 
in terms of process invasiveness, costs, speed, and capabilities 
to be adapted to vessels of various sizes.  In this regards there 
is evidence of an increasing amount of interest in the research 

community for soft tomography systems targeting MFM when 
contrasted to the total number of investigations in other 
industrial fields [1]. Among these systems, we find Electrical 
Capacitance Tomography (ECT), a soft tomography 
technique that has been largely used for imaging and velocity 
measurement of non-conducting two-phase flows [2][3]. The 
applications of ECT concerning the Oil and Gas Industry, 
have proved highly accurate in oil-gas metering [4] [5] and 
mixtures with low water cuts [6].  

Latest works in MFM comprise multi-modal and multi-
spectral imaging methods that address various process 
monitoring including the use of dual-modality tomography to 
improve the typically low spatial resolution [7]. The present 
work correlates two-phase flow measurements from 
combined hard and soft tomographic metering technologies. 
This study explores the use of the multimodal approach, from 
cross-sectional reconstructed data, for measurement of 
dynamic multiphase flow patterns departing from previous 
experiences restricted to static structures [8].  

Hard tomography based on radiation attenuation methods 
is well studied for determination of the gas fraction 
distribution non-intrusively in two-phase gas-liquid flows. 
These techniques are known to give reliable measurements in 
stratified gas-oil flows, and gas-solid flows [9][10]. Of the 
existing radiation attenuation methods, gamma-ray 
densitometry is less expensive than neutron-densitometry and 
offers monochromatic radiation without intensity fluctuations, 
contrary to X-ray attenuation techniques [11].  

Hydrocarbon flow structures are contrasted here using, for 
the first time, a zonal sectorization procedure of the 
reconstructed images from gamma-ray tomography (GRT) 
and electrical capacitance tomography (ECT). This dual-
modality combination is based on the measurement of 
different physical quantities of the fluids, i.e. density and 
electrical permittivity. 

The present work aims to reduce the traditional meter 
limitations by combining measurement signals from a GRT 
and an ECT. The correlation of the measurements obtained 
through the arrays of sensors allows for the distribution of the 
components in the pipe. Hence, the combination of hard and 
soft tomography techniques offers the opportunity of 
enhanced metering accuracy to existing systems. 



II. METHOD 

A. Experimental facilities 

The experiments were conducted at NORCE Technology 
in Bergen, Norway. A schematic of the flow loop showing the 
position of key components is shown in Fig. 1. The test facility 
comprises a recirculating three-phase pressurized flow loop 
with a gravimetric separator for separation of fluids in 
continuous operation. The phase separator has a 32 m3 
capacity, and typically contains around 10 m3 of diesel and 10 
m3 of water. 

In the tests, diesel and nitrogen gas were used as test fluids. 
The liquid flow was recirculated around the test facility using 
centrifugal pumps. The reference liquid flow rate was 
measured downstream of the pump using a Coriolis flow 
meter. The gas, supplied from a compressor facility, was 
added further downstream through a standard T connection. 
The gas flow rate was also measured using Coriolis 
flowmeters.  

The rig is instrumented to provide reference measurements 
of phase fractions, flow rates, pressure and temperature of all 
fluids. The experiments were conducted at room temperature 
with fluid temperatures around 20 °C. 

During the tests, the horizontal experimental section of 3” 
SCH160 was used. The loop was operated at 30 m3/h and 30 
m3/h of gas and liquid respectively, which resulted in mean 
superficial velocities of 1.83 m/s and a mixture velocity of 
3.66 m/s. 

The diagram of the test section in Fig. 1 illustrates the 
relative positions of the GRT unit and the ECT sensors. The 
metering devices were located in the same horizontal section 
with the ECT sensor placed 1.2 m downstream the GRT 
measuring plane as shown in Fig. 2.  Combined ECT and GRT 
measurements provide real-time flow imaging and continuous 
monitoring of the multiphase flow structures i.e., density, 
velocity and permittivity distributions that translate to in-situ 
volumetric fractions. 

B. Gamma-ray Tomography  

The high-speed gamma-ray tomograph is designed and 
prototyped at Department of Physics and Technology, 
University of Bergen. The design is based on five 500 mCi 
241Am gamma-ray sources at a principal energy of 59.5 keV, 
symmetrically mounted around the pipe, as shown in Fig. 3. 
Corresponding to the five gamma-ray radiation sources, five 
detector arrays, each consisting of 17 CdZnTe detectors, are 
mounted on the opposite side of the pipe. CdZnTe 
semiconductor detectors offer a good signal-to-noise ratio and 
short response time, in addition to high stopping efficiency at 
the selected gamma-ray energy. The CdZnTe semiconductor 
detectors are operated in pulse mode, with a read-out system 
optimized for high count rates with a peaking time of only    
200 ns [12]. 

The measurement is based on measuring the attenuation of 
the radiation through the media. In the gamma-ray energy 
range dominated by Compton scattering, the linear attenuation 
is approximately proportional to the density of the matter for 
monochromatic radiation. 

 

 
Fig. 1. Schematic of the test section at NORCE. 
(Modified from: Test Protocol for Multiphase Intercomparison Roxar 2600 
ID67mm Transfer Package, p5) 
 

  
Fig. 2. Gamma-ray tomography (GRT) and electrical capacitance 
tomography (ECT) systems installed on the experimental test section 

 

 
Fig. 3 High-speed gamma-ray tomograph. The notation A, B, C, D and E in 
the figure refers to gamma radiation source and detector array paires (views). 

For a narrow beam the measured intensity I in relation to 
the incident beam intensity I0, the build-up factor B, the linear 
attenuation µ and the distance x is given by the Beer-Lambert 
exponential decay law, as shown in (1) [13]. = ( )  (1) 
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The average linear attenuation can be found from taking 
the natural logarithm of the ratio I0/I and dividing by the length 
the radiation travel through the medium. For mixtures and 
compounds, the average linear attenuation is the sum of the 
products between attenuation and volume fraction of each 
component assuming a distribution close to homogenous or 
layered perpendicular to the beam. This assumption generally 
holds for matter within a narrow beam.  

For two component mixtures, it is often more convenient 
to measure the component fractions. This can be done by 
normalizing the measured intensity to that of the calibrated 
measured intensity of the single components, as shown in (2). 
Here, I1 and I2 are the measured intensities for the single 
components, α1 is the volume fraction of the first component 
and Im the measured intensity of the mixture. = ln ln  (2) 

 This yields 85 independent line measurements of the 
component fractions that is used for the reconstruction of the 
fraction distribution across the cross section of the pipe. 

C. Electrical Capacitance Tomography  

The principle of operation of ECT is based on the 
sensitivity of the electrodes to changes in the dielectric 
properties of the fluids in the pipe. The difference between the 
permittivity of the components causes variations in the inter-
electrode capacitance measurement. Each electrode-pair 
combination will have an associated sensitivity matrix 
containing N number of pixels. The elements in the sensitivity 
matrix for each electrode pair indicate whether a change in the 
permittivity of a single pixel inside the sensor will affect the 
capacitance measured between the electrodes of this pair. 
Hence, the measurements from the sensors are directly 
proportional to the distribution of the dielectric properties 
within the pipe. ECT measures the capacitances between 
unique combinations of pairs of electrodes placed around the 
perimeter of the pipe. 

The sensor array used here, was arranged around the 
outside of the horizontal test section of the rig. The meter 
comprised 16 electrodes arranged in two measurement planes 
of 8 sensors each. All unique capacitance pairs were measured 
yielding a full set of measurements. The calibration of the 
ECT meter used single-phase flow of diesel and gas in the pipe 
for reference measurements.  The excitation signal was a 24 V 
peak to peak square wave at 2.5 MHz. 

The mean flow velocities are computed considering the 
transit time of the dynamic structures between the twin 
measurement planes. The flow velocity within the pipe cross-
section at each point in time is calculated by correlating the 
instantaneous concentration of one plane with that in the 
other plane. In order to represent physically appropriate areas 
of the flow and perform a comprehensive analysis of the 
velocities, the measurements are grouped into zones 
containing a number of pixels, as detailed in the following 
sections. 

The time shift between the signals from both sensors 
corresponds to the time it takes the flow to travel the known 
distance that separate the sensors. The cross-correlation 
velocity function ( , ) is expressed as in (3). 
 
 

, ( ) = lim→ 1 , ( ) , ( + )  (3) 

Where , ( )  and , ( )  are the instantaneous 
concentrations in zone  in measurement planes 1 and 2, 
respectively.  is the averaging time. 

D. Correlation of measurements  

The comprehensive analysis of the flow obliged for the 
division of the pipe cross-section into zones, for each of which 
the individual phase fractions and velocities were computed. 
The zoned map comprised a 32 by 32-pixel matrix discretized 
into 13 zones (see Fig. 6 ).  

The permittivity spatial distributions reconstructed from 
the ECT measurements were taken at a rate of 354 frames per 
second. Conversely, the sampling rate of the GRT is restricted 
to 50Hz. Hence for comparison purposes, during the 
postprocessing of the experimental data, the permittivity and 
velocity measurements were downsampled to match the 
fraction measurements from the GRT. Also, since the ECT 
and GRT measurements where not strictly synchronized, the 
measurements were correlated and adjusted in time for 
comparison. The authors corroborated that no relevant data or 
physical phenomena were missed through the exercise. 

The ECT and GRT measurements are combined, as shown 
in (4), to estimate the gas and liquid flow rates and the zonal 
distribution of these over the pipe cross section. 

= =  (4) 

Where Qi is ith component volume flow rate, αik and vik is 
the ith component fraction and velocity in the kth zone and Ak 
is the area of the kth zone. The component fractions are 
estimated from the GRT measurements and the velocities 
from the ECT measurements. In this work, the flow rate 
estimations are based on the assumption of no-slip within each 
zone, hence the measured mix velocity is used for all 
components (vmix k =v1k = v2k).  

Since the flow rate of the ith component within each zone 
is a linear combination of the zonal velocity, component 
fraction, and area, the relative uncertainty contribution to the 
zonal flow rate from each variable is the same as the relative 
uncertainty of the variable. A full quantification of the 
uncertainty is beyond the scope of this work. However, it is 
relevant to understand the uncertainty contribution from the 
individual measurements. 

 When combining the uncertainties from individual zones 
it is probable that some of these are correlated. Assuming the 
area uncertainties are negligible, the combined uncertainties 
can be expressed as in (5) [14], where the uncertainties are 
marked u, the correlation factors r and the number of zones N. 

2 = ( , )=1=1 + ( , )+ 2 ( , )  

(5)



III. RESULTS AND DISCUSSION 

The reported results are derived from measurements with 
nominal flow rates of 30 m3/h oil and 30 m3/h gas. The 
measurements were acquired over a time interval of  
approximately 2 minutes. The reported mean values are 
estimated over this interval. 

Fig. 4 contrasts the development of the cross-sectional 
permittivity measurement from the ECT with that of the oil 
fractions measured using the five source-detector-array pairs 
(views) of the GRT. The correlation between the 
measurements is readily evident. The pattern is identifiable as 
intermittent structures. Some differences are obvious i.e. the 
length and shape of structures, which reflects the evolution of 
the dynamic structures over the distance separating the 
metering systems. Differences in the time delay between the 
metering systems are also observable and is a result of varying 
flow velocity. 

The flow is predominantly formed by high-frequency 
periodic structures particularly evident in the optical images 
in Fig. 5(a). The reconstructed images in Fig. 5(b) and (c) 
show variable flow with gas plugs visible at the top of the pipe, 
which are not evident in the photographs (see Fig. 5(a)). The 
oil concentration is mostly high with rapid excursions to low 
values. The structures observed are consistent with plug flow 
reported in [15][16].  

 
Fig. 4. Transient liquid fractions measured independently from each of the 
five source-detector-array pairs (views) of the gamma-ray tomography 
(GRT 1 to GRT 5) and relative permittivity measured with the electrical 
capacitance tomography (ECT). 

 
 

 

(a) 
 

(b) 

(c) 
Fig. 5. Images of plug flow structures from (a) optical recordings (b) 
permittivity measurements through electrical capacitance tomography 
(ECT) and (c) density measurements from gamma-ray tomography with 
highlighted section corresponding to ECT reconstruction sequence above 
 

ECT measurements on the average zonal velocity and the 
in-situ flow velocity are illustrated in Fig. 6 and Fig. 7, 
respectively. In Fig. 7(a) and Fig. 7(b) the instant flow velocity 
(right y-axis) is contrasted to the zonal oil fraction of the flow 
(left y-axis). The velocity measured at the top of the pipe is 
plotted in Fig. 7(a), this zone is where the gas pockets appear. 
It is evident that the flow velocity does not vary greatly 
throughout the testing period. At the top of the pipe, the instant 
flow velocity ranges between 6 and 7 m/s. However, no 
correlation was found between the dynamics of the structures 
and the velocity.  Measurements at the bottom of the pipe, 
which is predominantly inundated with liquid, show a 
constant velocity at 4 m/s as evidenced in Fig. 7(b).  

Flowrates were estimated from the combined 
instantaneous zonal velocity between the ECT planes and the 
corresponding fluid fractions from the GRT. Fig. 8 shows the 
mean zonal oil flowrate distribution in the pipe. Evidently, 
there are lower liquid fractions in the upper zones. The 
measured distribution in the upper zones results from the gas 
structures that intermittently travel at the top of the pipe. 
Similarly, Fig. 9 displays instantaneous oil and gas flowrates 
of a randomly selected time interval of 462 frames. The oil  

 
Fig. 6. Measurements from the electrical capacitance tomography system 
showing the reconstructed average velocity profile of the pipe cross-section 

 

(a) 

(b) 
Fig. 7. Measurements from the electrical capacitance tomography system 
showing the flow velocity and oil fractions averaged over the zones situated 
(a) at the top of the pipe - Zone 8, and (b) at the bottom of the pipe - Zone 
4. 

0,4

0,6

0,8

1

1,2

1,4

1,6

1,8

2

0

0,2

0,4

0,6

0,8

1

1,2

1,4

44 45 46 47 48 49 50 51 52 53

Re
la

tiv
e p

er
m

itt
iv

ity
 

O
il 

fr
ac

tio
n

time (s)

GRT 1 GRT 2 GRT 3 GRT 4 GRT 5 ECT

Oil fraction (Plane 1) Oil  fraction (Plane 2) Velocity

Oil fraction (Plane 1) Oil  fraction (Plane 2) Velocity



 
Fig. 8. Average oil flowrate computed for the zonal discretization from 
combined electrical capacitance tomography and gamma-ray tomography  
 

flowrate in Fig. 9 follows the same trend evidenced in Fig. 4 
and is inversely proportional to that of the gas phase. 

The mean flow rate resulted in a mean value of 36.2 m3/h 
for oil and 29.3 m3/h for the gas phase in close relationship 
with the nominal inlet rates of 30 m3/h for both components 
individually. The discrepancy among the nominal and 
measured values is thought to be associated with the cross- 
correlation velocity computation method. Where the slippage 
effect expected at the liquid-gas interphase in each zone is not 
considered in the zonal cross-correlation velocity 
measurements.  

IV. CONCLUSIONS 

In this work, two tomography techniques were combined 
to measure an oil-gas flow of 50% GLR. Permittivity 
measurements from an ECT were contrasted to the density 
distribution images reconstructed from GRT measurements. 
From both measurement systems, it was identified that the 
flow is predominantly dominated by high-frequency periodic 
structures characteristic of plug flow.  

The multimodal approach showed agreement in the 
periodic structures measured. However, detailed comparison 
of the structures resulted in obvious differences in the length 
and the in-situ concentrations. Most likely a result of the 
evolution of the flow over the distance separating the metering 
systems. Velocity measurements were found to have little 
variation and no correlation with the plug flow dynamics. The 
combination of the measurements from both metering systems 
resulted in flow rate measurements in agreement with the 
reference inlet flowrates, particularly the gas flowrate. 
However, further analysis at different flowrates are needed to 
enhance the system correlation and measurement accuracy. 

Some of the limitations of the present work comprise the 
distance between the sensor systems, which does not allow 
correlation of the flow structures, a matter that will be 
corrected in the future work. 

 

 

 
Fig. 9. Total gas and oil flowrates computed from the combinations of 
electrical capacitance tomography velocity measurements and phase 
fractions from gamma-ray tomography 

 

ACKNOWLEDGMENT 

This work was supported through the Joint Research 
Project MULTIFLOWMETII - Multiphase flow reference 
metrology. The project has received funding from the EMPR 
program co-financed by the Participating States and from the 
European Union’s Horizon 2020 research and innovation 
program.  

REFERENCES 
[1] Y. Arellano, O. Haas, H. Ahmed, A. Hunt, and L. Ma, “If cheap 

and easy oil is over, what nw?,” in International Cond=ference 
on energy and sustainable futures, 2019, no. 1, pp. 1–7. 

[2] M. Zhang, Y. Li, and M. Soleimani, “Experimental Study of 
Complex-valued ECT,” in 9th World Congress on Industrial 
Process Tomography, 2018, pp. 19–24. 

[3] X. Zhu, P. Dong, and Z. Zhu, “Gas-solids Flow Measurement in 
Cyclone Dipleg by Dual-plane Electrical Capacitance 
Tomography Sensor,” pp. 203–209, 2018. 

[4] A. Hunt, L. A. Abdulkareem, and B. J. Azzopardi, “Measurement 
of Dynamic Properties of Vertical Gas-Liquid Flow,” 7th Int. 
Conf. Multiph. Flow, pp. 1–10, 2010. 

[5] R. Yan and S. Mylvaganma, “Flow Regime Identification with 
Single Plane ECT Using Deep Learning,” in 9th World Congress 
on Industrial Process Tomography, 2018, pp. 289–297. 

[6] A. Hunt, “Industrial Applications of High-speed Electrical 
Capacitance Tomography,” in 9th World Congress on Industrial 
Process Tomography, 2018, pp. 857–864. 

[7] G. Liang, S. Ren, and F. Dong, “An Inclusion Boundary 
Reconstruction Method Using Electrical Impedance and 
Ultrasound Reflection Dual-Modality Tomography,” in 9th 
World Congress on Industrial Process Tomography, 2018, pp. 
11–19. 

[8] B. T. Hjertaker, R. Maad, and G. A. Johansen, “Dual-mode 
capacitance and gamma-ray tomography using the Landweber 
reconstruction algorithm,” Meas. Sci. Technol, vol. 22, no. 
104002, 2011. 

[9] T. Dyakowski, G. A. Johansen, B. T. Hjertaker, D. Sankowski, 
V. Mosorov, and J. Wlodarczyk, “A Dual Modality Tomography 
System for Imaging Gas/Solids Flows,” Part. Part. Syst. Charact, 
vol. 23, pp. 260–265, 2006. 

[10] A. Hunt, J. Pendleton, and Y. Ladam, “Visualisation of two-
phase gas-liquid pipe flows using electrical capacitance 
tomography,” in ESDA2004, 2004, no. January 2004. 

[11] S. H. Stavland, C. Sætre, B. T. Hjertaker, S.-A. Tjugum, A. 
Hallanger, and R. Maad, “Gas Fraction Measurements using 
Single and Dual Beam Gamma-Densitometry for Two Phase 
Gas- Liquid Pipe Flow,” in 2019 IEEE International 
Instrumentation and Measurement Technology Conference 
(I2MTC), 2019, pp. 1–6. 

0

10

20

30

40

50

60

44 46 48 50 52 54

In
-s

itu
 fl

ow
ra

te
 (m

3 /h
r)

time (s)
Qoil Qgas

EMPR program & European Union’s Horizon 2020 research and 
innovation program.  



[12] G. A. Johansen and E. Abro, “A new CdZnTe detector system for 
low-energy gamma-ray measurement,” Sensors and Actuators, 
vol. 54, no. 54, pp. 493–498, 1996. 

[13] G. A. Johansen, Radioisotope Gauges for Industral Process 
Measurements. 2004. 

[14] JCGM, “Evaluation of measurement data — Guide to the 
expression of uncertainty in measurement,” no. September. p. 
134, 2008. 

 

[15] J. Y. Lum, T. Al-Wahaibi, and P. Angeli, “Upward and 
downward inclination oil – water flows,” Int. J. Multiph. Flow, 
vol. 32, pp. 413–435, 2006. 

[16] W. A. S. Kumara, B. M. Halvorsen, and M. C. Melaaen, 
“Pressure drop , flow pattern and local water volume fraction 
measurements of oil – water flow in pipes,” Meas, vol. 20, no. 
114004, 2009. 

 
 

 

 



<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.7
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails false
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 0
  /ParseDSCComments false
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo false
  /PreserveFlatness true
  /PreserveHalftoneInfo true
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Remove
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
    /AbadiMT-CondensedLight
    /ACaslon-Italic
    /ACaslon-Regular
    /ACaslon-Semibold
    /ACaslon-SemiboldItalic
    /AdobeArabic-Bold
    /AdobeArabic-BoldItalic
    /AdobeArabic-Italic
    /AdobeArabic-Regular
    /AdobeHebrew-Bold
    /AdobeHebrew-BoldItalic
    /AdobeHebrew-Italic
    /AdobeHebrew-Regular
    /AdobeHeitiStd-Regular
    /AdobeMingStd-Light
    /AdobeMyungjoStd-Medium
    /AdobePiStd
    /AdobeSongStd-Light
    /AdobeThai-Bold
    /AdobeThai-BoldItalic
    /AdobeThai-Italic
    /AdobeThai-Regular
    /AGaramond-Bold
    /AGaramond-BoldItalic
    /AGaramond-Italic
    /AGaramond-Regular
    /AGaramond-Semibold
    /AGaramond-SemiboldItalic
    /AgencyFB-Bold
    /AgencyFB-Reg
    /AGOldFace-Outline
    /AharoniBold
    /Algerian
    /Americana
    /Americana-ExtraBold
    /AndaleMono
    /AndaleMonoIPA
    /AngsanaNew
    /AngsanaNew-Bold
    /AngsanaNew-BoldItalic
    /AngsanaNew-Italic
    /AngsanaUPC
    /AngsanaUPC-Bold
    /AngsanaUPC-BoldItalic
    /AngsanaUPC-Italic
    /Anna
    /ArialAlternative
    /ArialAlternativeSymbol
    /Arial-Black
    /Arial-BlackItalic
    /Arial-BoldItalicMT
    /Arial-BoldMT
    /Arial-ItalicMT
    /ArialMT
    /ArialMT-Black
    /ArialNarrow
    /ArialNarrow-Bold
    /ArialNarrow-BoldItalic
    /ArialNarrow-Italic
    /ArialRoundedMTBold
    /ArialUnicodeMS
    /ArrusBT-Bold
    /ArrusBT-BoldItalic
    /ArrusBT-Italic
    /ArrusBT-Roman
    /AvantGarde-Book
    /AvantGarde-BookOblique
    /AvantGarde-Demi
    /AvantGarde-DemiOblique
    /AvantGardeITCbyBT-Book
    /AvantGardeITCbyBT-BookOblique
    /BakerSignet
    /BankGothicBT-Medium
    /Barmeno-Bold
    /Barmeno-ExtraBold
    /Barmeno-Medium
    /Barmeno-Regular
    /Baskerville
    /BaskervilleBE-Italic
    /BaskervilleBE-Medium
    /BaskervilleBE-MediumItalic
    /BaskervilleBE-Regular
    /Baskerville-Bold
    /Baskerville-BoldItalic
    /Baskerville-Italic
    /BaskOldFace
    /Batang
    /BatangChe
    /Bauhaus93
    /Bellevue
    /BellMT
    /BellMTBold
    /BellMTItalic
    /BerlingAntiqua-Bold
    /BerlingAntiqua-BoldItalic
    /BerlingAntiqua-Italic
    /BerlingAntiqua-Roman
    /BerlinSansFB-Bold
    /BerlinSansFBDemi-Bold
    /BerlinSansFB-Reg
    /BernardMT-Condensed
    /BernhardModernBT-Bold
    /BernhardModernBT-BoldItalic
    /BernhardModernBT-Italic
    /BernhardModernBT-Roman
    /BiffoMT
    /BinnerD
    /BinnerGothic
    /BlackadderITC-Regular
    /Blackoak
    /blex
    /blsy
    /Bodoni
    /Bodoni-Bold
    /Bodoni-BoldItalic
    /Bodoni-Italic
    /BodoniMT
    /BodoniMTBlack
    /BodoniMTBlack-Italic
    /BodoniMT-Bold
    /BodoniMT-BoldItalic
    /BodoniMTCondensed
    /BodoniMTCondensed-Bold
    /BodoniMTCondensed-BoldItalic
    /BodoniMTCondensed-Italic
    /BodoniMT-Italic
    /BodoniMTPosterCompressed
    /Bodoni-Poster
    /Bodoni-PosterCompressed
    /BookAntiqua
    /BookAntiqua-Bold
    /BookAntiqua-BoldItalic
    /BookAntiqua-Italic
    /Bookman-Demi
    /Bookman-DemiItalic
    /Bookman-Light
    /Bookman-LightItalic
    /BookmanOldStyle
    /BookmanOldStyle-Bold
    /BookmanOldStyle-BoldItalic
    /BookmanOldStyle-Italic
    /BookshelfSymbolOne-Regular
    /BookshelfSymbolSeven
    /BookshelfSymbolThree-Regular
    /BookshelfSymbolTwo-Regular
    /Botanical
    /Boton-Italic
    /Boton-Medium
    /Boton-MediumItalic
    /Boton-Regular
    /Boulevard
    /BradleyHandITC
    /Braggadocio
    /BritannicBold
    /Broadway
    /BrowalliaNew
    /BrowalliaNew-Bold
    /BrowalliaNew-BoldItalic
    /BrowalliaNew-Italic
    /BrowalliaUPC
    /BrowalliaUPC-Bold
    /BrowalliaUPC-BoldItalic
    /BrowalliaUPC-Italic
    /BrushScript
    /BrushScriptMT
    /CaflischScript-Bold
    /CaflischScript-Regular
    /Calibri
    /Calibri-Bold
    /Calibri-BoldItalic
    /Calibri-Italic
    /CalifornianFB-Bold
    /CalifornianFB-Italic
    /CalifornianFB-Reg
    /CalisMTBol
    /CalistoMT
    /CalistoMT-BoldItalic
    /CalistoMT-Italic
    /Cambria
    /Cambria-Bold
    /Cambria-BoldItalic
    /Cambria-Italic
    /CambriaMath
    /Candara
    /Candara-Bold
    /Candara-BoldItalic
    /Candara-Italic
    /Carta
    /CaslonOpenfaceBT-Regular
    /Castellar
    /CastellarMT
    /Centaur
    /Centaur-Italic
    /Century
    /CenturyGothic
    /CenturyGothic-Bold
    /CenturyGothic-BoldItalic
    /CenturyGothic-Italic
    /CenturySchL-Bold
    /CenturySchL-BoldItal
    /CenturySchL-Ital
    /CenturySchL-Roma
    /CenturySchoolbook
    /CenturySchoolbook-Bold
    /CenturySchoolbook-BoldItalic
    /CenturySchoolbook-Italic
    /CGTimes-Bold
    /CGTimes-BoldItalic
    /CGTimes-Italic
    /CGTimes-Regular
    /CharterBT-Bold
    /CharterBT-BoldItalic
    /CharterBT-Italic
    /CharterBT-Roman
    /CheltenhamITCbyBT-Bold
    /CheltenhamITCbyBT-BoldItalic
    /CheltenhamITCbyBT-Book
    /CheltenhamITCbyBT-BookItalic
    /Chiller-Regular
    /Cmb10
    /CMB10
    /Cmbsy10
    /CMBSY10
    /CMBSY5
    /CMBSY6
    /CMBSY7
    /CMBSY8
    /CMBSY9
    /Cmbx10
    /CMBX10
    /Cmbx12
    /CMBX12
    /Cmbx5
    /CMBX5
    /Cmbx6
    /CMBX6
    /Cmbx7
    /CMBX7
    /Cmbx8
    /CMBX8
    /Cmbx9
    /CMBX9
    /Cmbxsl10
    /CMBXSL10
    /Cmbxti10
    /CMBXTI10
    /Cmcsc10
    /CMCSC10
    /Cmcsc8
    /CMCSC8
    /Cmcsc9
    /CMCSC9
    /Cmdunh10
    /CMDUNH10
    /Cmex10
    /CMEX10
    /CMEX7
    /CMEX8
    /CMEX9
    /Cmff10
    /CMFF10
    /Cmfi10
    /CMFI10
    /Cmfib8
    /CMFIB8
    /Cminch
    /CMINCH
    /Cmitt10
    /CMITT10
    /Cmmi10
    /CMMI10
    /Cmmi12
    /CMMI12
    /Cmmi5
    /CMMI5
    /Cmmi6
    /CMMI6
    /Cmmi7
    /CMMI7
    /Cmmi8
    /CMMI8
    /Cmmi9
    /CMMI9
    /Cmmib10
    /CMMIB10
    /CMMIB5
    /CMMIB6
    /CMMIB7
    /CMMIB8
    /CMMIB9
    /Cmr10
    /CMR10
    /Cmr12
    /CMR12
    /Cmr17
    /CMR17
    /Cmr5
    /CMR5
    /Cmr6
    /CMR6
    /Cmr7
    /CMR7
    /Cmr8
    /CMR8
    /Cmr9
    /CMR9
    /Cmsl10
    /CMSL10
    /Cmsl12
    /CMSL12
    /Cmsl8
    /CMSL8
    /Cmsl9
    /CMSL9
    /Cmsltt10
    /CMSLTT10
    /Cmss10
    /CMSS10
    /Cmss12
    /CMSS12
    /Cmss17
    /CMSS17
    /Cmss8
    /CMSS8
    /Cmss9
    /CMSS9
    /Cmssbx10
    /CMSSBX10
    /Cmssdc10
    /CMSSDC10
    /Cmssi10
    /CMSSI10
    /Cmssi12
    /CMSSI12
    /Cmssi17
    /CMSSI17
    /Cmssi8
    /CMSSI8
    /Cmssi9
    /CMSSI9
    /Cmssq8
    /CMSSQ8
    /Cmssqi8
    /CMSSQI8
    /Cmsy10
    /CMSY10
    /Cmsy5
    /CMSY5
    /Cmsy6
    /CMSY6
    /Cmsy7
    /CMSY7
    /Cmsy8
    /CMSY8
    /Cmsy9
    /CMSY9
    /Cmtcsc10
    /CMTCSC10
    /Cmtex10
    /CMTEX10
    /Cmtex8
    /CMTEX8
    /Cmtex9
    /CMTEX9
    /Cmti10
    /CMTI10
    /Cmti12
    /CMTI12
    /Cmti7
    /CMTI7
    /Cmti8
    /CMTI8
    /Cmti9
    /CMTI9
    /Cmtt10
    /CMTT10
    /Cmtt12
    /CMTT12
    /Cmtt8
    /CMTT8
    /Cmtt9
    /CMTT9
    /Cmu10
    /CMU10
    /Cmvtt10
    /CMVTT10
    /ColonnaMT
    /Colossalis-Bold
    /ComicSansMS
    /ComicSansMS-Bold
    /Consolas
    /Consolas-Bold
    /Consolas-BoldItalic
    /Consolas-Italic
    /Constantia
    /Constantia-Bold
    /Constantia-BoldItalic
    /Constantia-Italic
    /CooperBlack
    /CopperplateGothic-Bold
    /CopperplateGothic-Light
    /Copperplate-ThirtyThreeBC
    /Corbel
    /Corbel-Bold
    /Corbel-BoldItalic
    /Corbel-Italic
    /CordiaNew
    /CordiaNew-Bold
    /CordiaNew-BoldItalic
    /CordiaNew-Italic
    /CordiaUPC
    /CordiaUPC-Bold
    /CordiaUPC-BoldItalic
    /CordiaUPC-Italic
    /Courier
    /Courier-Bold
    /Courier-BoldOblique
    /CourierNewPS-BoldItalicMT
    /CourierNewPS-BoldMT
    /CourierNewPS-ItalicMT
    /CourierNewPSMT
    /Courier-Oblique
    /CourierStd
    /CourierStd-Bold
    /CourierStd-BoldOblique
    /CourierStd-Oblique
    /CourierX-Bold
    /CourierX-BoldOblique
    /CourierX-Oblique
    /CourierX-Regular
    /CreepyRegular
    /CurlzMT
    /David-Bold
    /David-Reg
    /DavidTransparent
    /Dcb10
    /Dcbx10
    /Dcbxsl10
    /Dcbxti10
    /Dccsc10
    /Dcitt10
    /Dcr10
    /Desdemona
    /DilleniaUPC
    /DilleniaUPCBold
    /DilleniaUPCBoldItalic
    /DilleniaUPCItalic
    /Dingbats
    /DomCasual
    /Dotum
    /DotumChe
    /DoulosSIL
    /EdwardianScriptITC
    /Elephant-Italic
    /Elephant-Regular
    /EngraversGothicBT-Regular
    /EngraversMT
    /EraserDust
    /ErasITC-Bold
    /ErasITC-Demi
    /ErasITC-Light
    /ErasITC-Medium
    /ErieBlackPSMT
    /ErieLightPSMT
    /EriePSMT
    /EstrangeloEdessa
    /Euclid
    /Euclid-Bold
    /Euclid-BoldItalic
    /EuclidExtra
    /EuclidExtra-Bold
    /EuclidFraktur
    /EuclidFraktur-Bold
    /Euclid-Italic
    /EuclidMathOne
    /EuclidMathOne-Bold
    /EuclidMathTwo
    /EuclidMathTwo-Bold
    /EuclidSymbol
    /EuclidSymbol-Bold
    /EuclidSymbol-BoldItalic
    /EuclidSymbol-Italic
    /EucrosiaUPC
    /EucrosiaUPCBold
    /EucrosiaUPCBoldItalic
    /EucrosiaUPCItalic
    /EUEX10
    /EUEX7
    /EUEX8
    /EUEX9
    /EUFB10
    /EUFB5
    /EUFB7
    /EUFM10
    /EUFM5
    /EUFM7
    /EURB10
    /EURB5
    /EURB7
    /EURM10
    /EURM5
    /EURM7
    /EuroMono-Bold
    /EuroMono-BoldItalic
    /EuroMono-Italic
    /EuroMono-Regular
    /EuroSans-Bold
    /EuroSans-BoldItalic
    /EuroSans-Italic
    /EuroSans-Regular
    /EuroSerif-Bold
    /EuroSerif-BoldItalic
    /EuroSerif-Italic
    /EuroSerif-Regular
    /EUSB10
    /EUSB5
    /EUSB7
    /EUSM10
    /EUSM5
    /EUSM7
    /FelixTitlingMT
    /Fences
    /FencesPlain
    /FigaroMT
    /FixedMiriamTransparent
    /FootlightMTLight
    /Formata-Italic
    /Formata-Medium
    /Formata-MediumItalic
    /Formata-Regular
    /ForteMT
    /FranklinGothic-Book
    /FranklinGothic-BookItalic
    /FranklinGothic-Demi
    /FranklinGothic-DemiCond
    /FranklinGothic-DemiItalic
    /FranklinGothic-Heavy
    /FranklinGothic-HeavyItalic
    /FranklinGothicITCbyBT-Book
    /FranklinGothicITCbyBT-BookItal
    /FranklinGothicITCbyBT-Demi
    /FranklinGothicITCbyBT-DemiItal
    /FranklinGothic-Medium
    /FranklinGothic-MediumCond
    /FranklinGothic-MediumItalic
    /FrankRuehl
    /FreesiaUPC
    /FreesiaUPCBold
    /FreesiaUPCBoldItalic
    /FreesiaUPCItalic
    /FreestyleScript-Regular
    /FrenchScriptMT
    /Frutiger-Black
    /Frutiger-BlackCn
    /Frutiger-BlackItalic
    /Frutiger-Bold
    /Frutiger-BoldCn
    /Frutiger-BoldItalic
    /Frutiger-Cn
    /Frutiger-ExtraBlackCn
    /Frutiger-Italic
    /Frutiger-Light
    /Frutiger-LightCn
    /Frutiger-LightItalic
    /Frutiger-Roman
    /Frutiger-UltraBlack
    /Futura-Bold
    /Futura-BoldOblique
    /Futura-Book
    /Futura-BookOblique
    /FuturaBT-Bold
    /FuturaBT-BoldItalic
    /FuturaBT-Book
    /FuturaBT-BookItalic
    /FuturaBT-Medium
    /FuturaBT-MediumItalic
    /Futura-Light
    /Futura-LightOblique
    /GalliardITCbyBT-Bold
    /GalliardITCbyBT-BoldItalic
    /GalliardITCbyBT-Italic
    /GalliardITCbyBT-Roman
    /Garamond
    /Garamond-Bold
    /Garamond-BoldCondensed
    /Garamond-BoldCondensedItalic
    /Garamond-BoldItalic
    /Garamond-BookCondensed
    /Garamond-BookCondensedItalic
    /Garamond-Italic
    /Garamond-LightCondensed
    /Garamond-LightCondensedItalic
    /Gautami
    /GeometricSlab703BT-Light
    /GeometricSlab703BT-LightItalic
    /Georgia
    /Georgia-Bold
    /Georgia-BoldItalic
    /Georgia-Italic
    /GeorgiaRef
    /Giddyup
    /Giddyup-Thangs
    /Gigi-Regular
    /GillSans
    /GillSans-Bold
    /GillSans-BoldItalic
    /GillSans-Condensed
    /GillSans-CondensedBold
    /GillSans-Italic
    /GillSans-Light
    /GillSans-LightItalic
    /GillSansMT
    /GillSansMT-Bold
    /GillSansMT-BoldItalic
    /GillSansMT-Condensed
    /GillSansMT-ExtraCondensedBold
    /GillSansMT-Italic
    /GillSans-UltraBold
    /GillSans-UltraBoldCondensed
    /GloucesterMT-ExtraCondensed
    /Gothic-Thirteen
    /GoudyOldStyleBT-Bold
    /GoudyOldStyleBT-BoldItalic
    /GoudyOldStyleBT-Italic
    /GoudyOldStyleBT-Roman
    /GoudyOldStyleT-Bold
    /GoudyOldStyleT-Italic
    /GoudyOldStyleT-Regular
    /GoudyStout
    /GoudyTextMT-LombardicCapitals
    /GSIDefaultSymbols
    /Gulim
    /GulimChe
    /Gungsuh
    /GungsuhChe
    /Haettenschweiler
    /HarlowSolid
    /Harrington
    /Helvetica
    /Helvetica-Black
    /Helvetica-BlackOblique
    /Helvetica-Bold
    /Helvetica-BoldOblique
    /Helvetica-Condensed
    /Helvetica-Condensed-Black
    /Helvetica-Condensed-BlackObl
    /Helvetica-Condensed-Bold
    /Helvetica-Condensed-BoldObl
    /Helvetica-Condensed-Light
    /Helvetica-Condensed-LightObl
    /Helvetica-Condensed-Oblique
    /Helvetica-Fraction
    /Helvetica-Narrow
    /Helvetica-Narrow-Bold
    /Helvetica-Narrow-BoldOblique
    /Helvetica-Narrow-Oblique
    /Helvetica-Oblique
    /HighTowerText-Italic
    /HighTowerText-Reg
    /Humanist521BT-BoldCondensed
    /Humanist521BT-Light
    /Humanist521BT-LightItalic
    /Humanist521BT-RomanCondensed
    /Imago-ExtraBold
    /Impact
    /ImprintMT-Shadow
    /InformalRoman-Regular
    /IrisUPC
    /IrisUPCBold
    /IrisUPCBoldItalic
    /IrisUPCItalic
    /Ironwood
    /ItcEras-Medium
    /ItcKabel-Bold
    /ItcKabel-Book
    /ItcKabel-Demi
    /ItcKabel-Medium
    /ItcKabel-Ultra
    /JasmineUPC
    /JasmineUPC-Bold
    /JasmineUPC-BoldItalic
    /JasmineUPC-Italic
    /JoannaMT
    /JoannaMT-Italic
    /Jokerman-Regular
    /JuiceITC-Regular
    /Kartika
    /Kaufmann
    /KaufmannBT-Bold
    /KaufmannBT-Regular
    /KidTYPEPaint
    /KinoMT
    /KodchiangUPC
    /KodchiangUPC-Bold
    /KodchiangUPC-BoldItalic
    /KodchiangUPC-Italic
    /KorinnaITCbyBT-Regular
    /KristenITC-Regular
    /KrutiDev040Bold
    /KrutiDev040BoldItalic
    /KrutiDev040Condensed
    /KrutiDev040Italic
    /KrutiDev040Thin
    /KrutiDev040Wide
    /KrutiDev060
    /KrutiDev060Bold
    /KrutiDev060BoldItalic
    /KrutiDev060Condensed
    /KrutiDev060Italic
    /KrutiDev060Thin
    /KrutiDev060Wide
    /KrutiDev070
    /KrutiDev070Condensed
    /KrutiDev070Italic
    /KrutiDev070Thin
    /KrutiDev070Wide
    /KrutiDev080
    /KrutiDev080Condensed
    /KrutiDev080Italic
    /KrutiDev080Wide
    /KrutiDev090
    /KrutiDev090Bold
    /KrutiDev090BoldItalic
    /KrutiDev090Condensed
    /KrutiDev090Italic
    /KrutiDev090Thin
    /KrutiDev090Wide
    /KrutiDev100
    /KrutiDev100Bold
    /KrutiDev100BoldItalic
    /KrutiDev100Condensed
    /KrutiDev100Italic
    /KrutiDev100Thin
    /KrutiDev100Wide
    /KrutiDev120
    /KrutiDev120Condensed
    /KrutiDev120Thin
    /KrutiDev120Wide
    /KrutiDev130
    /KrutiDev130Condensed
    /KrutiDev130Thin
    /KrutiDev130Wide
    /KunstlerScript
    /Latha
    /LatinWide
    /LetterGothic
    /LetterGothic-Bold
    /LetterGothic-BoldOblique
    /LetterGothic-BoldSlanted
    /LetterGothicMT
    /LetterGothicMT-Bold
    /LetterGothicMT-BoldOblique
    /LetterGothicMT-Oblique
    /LetterGothic-Slanted
    /LevenimMT
    /LevenimMTBold
    /LilyUPC
    /LilyUPCBold
    /LilyUPCBoldItalic
    /LilyUPCItalic
    /Lithos-Black
    /Lithos-Regular
    /LotusWPBox-Roman
    /LotusWPIcon-Roman
    /LotusWPIntA-Roman
    /LotusWPIntB-Roman
    /LotusWPType-Roman
    /LucidaBright
    /LucidaBright-Demi
    /LucidaBright-DemiItalic
    /LucidaBright-Italic
    /LucidaCalligraphy-Italic
    /LucidaConsole
    /LucidaFax
    /LucidaFax-Demi
    /LucidaFax-DemiItalic
    /LucidaFax-Italic
    /LucidaHandwriting-Italic
    /LucidaSans
    /LucidaSans-Demi
    /LucidaSans-DemiItalic
    /LucidaSans-Italic
    /LucidaSans-Typewriter
    /LucidaSans-TypewriterBold
    /LucidaSans-TypewriterBoldOblique
    /LucidaSans-TypewriterOblique
    /LucidaSansUnicode
    /Lydian
    /Magneto-Bold
    /MaiandraGD-Regular
    /Mangal-Regular
    /Map-Symbols
    /MathA
    /MathB
    /MathC
    /Mathematica1
    /Mathematica1-Bold
    /Mathematica1Mono
    /Mathematica1Mono-Bold
    /Mathematica2
    /Mathematica2-Bold
    /Mathematica2Mono
    /Mathematica2Mono-Bold
    /Mathematica3
    /Mathematica3-Bold
    /Mathematica3Mono
    /Mathematica3Mono-Bold
    /Mathematica4
    /Mathematica4-Bold
    /Mathematica4Mono
    /Mathematica4Mono-Bold
    /Mathematica5
    /Mathematica5-Bold
    /Mathematica5Mono
    /Mathematica5Mono-Bold
    /Mathematica6
    /Mathematica6Bold
    /Mathematica6Mono
    /Mathematica6MonoBold
    /Mathematica7
    /Mathematica7Bold
    /Mathematica7Mono
    /Mathematica7MonoBold
    /MatisseITC-Regular
    /MaturaMTScriptCapitals
    /Mesquite
    /Mezz-Black
    /Mezz-Regular
    /MICR
    /MicrosoftSansSerif
    /MingLiU
    /Minion-BoldCondensed
    /Minion-BoldCondensedItalic
    /Minion-Condensed
    /Minion-CondensedItalic
    /Minion-Ornaments
    /MinionPro-Bold
    /MinionPro-BoldIt
    /MinionPro-It
    /MinionPro-Regular
    /Miriam
    /MiriamFixed
    /MiriamTransparent
    /Mistral
    /Modern-Regular
    /MonotypeCorsiva
    /MonotypeSorts
    /MSAM10
    /MSAM5
    /MSAM6
    /MSAM7
    /MSAM8
    /MSAM9
    /MSBM10
    /MSBM5
    /MSBM6
    /MSBM7
    /MSBM8
    /MSBM9
    /MS-Gothic
    /MSHei
    /MSLineDrawPSMT
    /MS-Mincho
    /MSOutlook
    /MS-PGothic
    /MS-PMincho
    /MSReference1
    /MSReference2
    /MSReferenceSansSerif
    /MSReferenceSansSerif-Bold
    /MSReferenceSansSerif-BoldItalic
    /MSReferenceSansSerif-Italic
    /MSReferenceSerif
    /MSReferenceSerif-Bold
    /MSReferenceSerif-BoldItalic
    /MSReferenceSerif-Italic
    /MSReferenceSpecialty
    /MSSong
    /MS-UIGothic
    /MT-Extra
    /MTExtraTiger
    /MT-Symbol
    /MT-Symbol-Italic
    /MVBoli
    /Myriad-Bold
    /Myriad-BoldItalic
    /Myriad-Italic
    /Myriad-Roman
    /Narkisim
    /NewCenturySchlbk-Bold
    /NewCenturySchlbk-BoldItalic
    /NewCenturySchlbk-Italic
    /NewCenturySchlbk-Roman
    /NewMilleniumSchlbk-BoldItalicSH
    /NewsGothic
    /NewsGothic-Bold
    /NewsGothicBT-Bold
    /NewsGothicBT-BoldItalic
    /NewsGothicBT-Italic
    /NewsGothicBT-Roman
    /NewsGothic-Condensed
    /NewsGothic-Italic
    /NewsGothicMT
    /NewsGothicMT-Bold
    /NewsGothicMT-Italic
    /NiagaraEngraved-Reg
    /NiagaraSolid-Reg
    /NimbusMonL-Bold
    /NimbusMonL-BoldObli
    /NimbusMonL-Regu
    /NimbusMonL-ReguObli
    /NimbusRomNo9L-Medi
    /NimbusRomNo9L-MediItal
    /NimbusRomNo9L-Regu
    /NimbusRomNo9L-ReguItal
    /NimbusSanL-Bold
    /NimbusSanL-BoldCond
    /NimbusSanL-BoldCondItal
    /NimbusSanL-BoldItal
    /NimbusSanL-Regu
    /NimbusSanL-ReguCond
    /NimbusSanL-ReguCondItal
    /NimbusSanL-ReguItal
    /Nimrod
    /Nimrod-Bold
    /Nimrod-BoldItalic
    /Nimrod-Italic
    /NSimSun
    /Nueva-BoldExtended
    /Nueva-BoldExtendedItalic
    /Nueva-Italic
    /Nueva-Roman
    /NuptialScript
    /OCRA
    /OCRA-Alternate
    /OCRAExtended
    /OCRB
    /OCRB-Alternate
    /OfficinaSans-Bold
    /OfficinaSans-BoldItalic
    /OfficinaSans-Book
    /OfficinaSans-BookItalic
    /OfficinaSerif-Bold
    /OfficinaSerif-BoldItalic
    /OfficinaSerif-Book
    /OfficinaSerif-BookItalic
    /OldEnglishTextMT
    /Onyx
    /OnyxBT-Regular
    /OzHandicraftBT-Roman
    /PalaceScriptMT
    /Palatino-Bold
    /Palatino-BoldItalic
    /Palatino-Italic
    /PalatinoLinotype-Bold
    /PalatinoLinotype-BoldItalic
    /PalatinoLinotype-Italic
    /PalatinoLinotype-Roman
    /Palatino-Roman
    /PapyrusPlain
    /Papyrus-Regular
    /Parchment-Regular
    /Parisian
    /ParkAvenue
    /Penumbra-SemiboldFlare
    /Penumbra-SemiboldSans
    /Penumbra-SemiboldSerif
    /PepitaMT
    /Perpetua
    /Perpetua-Bold
    /Perpetua-BoldItalic
    /Perpetua-Italic
    /PerpetuaTitlingMT-Bold
    /PerpetuaTitlingMT-Light
    /PhotinaCasualBlack
    /Playbill
    /PMingLiU
    /Poetica-SuppOrnaments
    /PoorRichard-Regular
    /PopplLaudatio-Italic
    /PopplLaudatio-Medium
    /PopplLaudatio-MediumItalic
    /PopplLaudatio-Regular
    /PrestigeElite
    /Pristina-Regular
    /PTBarnumBT-Regular
    /Raavi
    /RageItalic
    /Ravie
    /RefSpecialty
    /Ribbon131BT-Bold
    /Rockwell
    /Rockwell-Bold
    /Rockwell-BoldItalic
    /Rockwell-Condensed
    /Rockwell-CondensedBold
    /Rockwell-ExtraBold
    /Rockwell-Italic
    /Rockwell-Light
    /Rockwell-LightItalic
    /Rod
    /RodTransparent
    /RunicMT-Condensed
    /Sanvito-Light
    /Sanvito-Roman
    /ScriptC
    /ScriptMTBold
    /SegoeUI
    /SegoeUI-Bold
    /SegoeUI-BoldItalic
    /SegoeUI-Italic
    /Serpentine-BoldOblique
    /ShelleyVolanteBT-Regular
    /ShowcardGothic-Reg
    /Shruti
    /SILDoulosIPA
    /SimHei
    /SimSun
    /SimSun-PUA
    /SnapITC-Regular
    /StandardSymL
    /Stencil
    /StoneSans
    /StoneSans-Bold
    /StoneSans-BoldItalic
    /StoneSans-Italic
    /StoneSans-Semibold
    /StoneSans-SemiboldItalic
    /Stop
    /Swiss721BT-BlackExtended
    /Sylfaen
    /Symbol
    /SymbolMT
    /SymbolTiger
    /SymbolTigerExpert
    /Tahoma
    /Tahoma-Bold
    /Tci1
    /Tci1Bold
    /Tci1BoldItalic
    /Tci1Italic
    /Tci2
    /Tci2Bold
    /Tci2BoldItalic
    /Tci2Italic
    /Tci3
    /Tci3Bold
    /Tci3BoldItalic
    /Tci3Italic
    /Tci4
    /Tci4Bold
    /Tci4BoldItalic
    /Tci4Italic
    /TechnicalItalic
    /TechnicalPlain
    /Tekton
    /Tekton-Bold
    /TektonMM
    /Tempo-HeavyCondensed
    /Tempo-HeavyCondensedItalic
    /TempusSansITC
    /Tiger
    /TigerExpert
    /Times-Bold
    /Times-BoldItalic
    /Times-BoldItalicOsF
    /Times-BoldSC
    /Times-ExtraBold
    /Times-Italic
    /Times-ItalicOsF
    /TimesNewRomanMT-ExtraBold
    /TimesNewRomanPS-BoldItalicMT
    /TimesNewRomanPS-BoldMT
    /TimesNewRomanPS-ItalicMT
    /TimesNewRomanPSMT
    /Times-Roman
    /Times-RomanSC
    /Trajan-Bold
    /Trebuchet-BoldItalic
    /TrebuchetMS
    /TrebuchetMS-Bold
    /TrebuchetMS-Italic
    /Tunga-Regular
    /TwCenMT-Bold
    /TwCenMT-BoldItalic
    /TwCenMT-Condensed
    /TwCenMT-CondensedBold
    /TwCenMT-CondensedExtraBold
    /TwCenMT-CondensedMedium
    /TwCenMT-Italic
    /TwCenMT-Regular
    /Univers-Bold
    /Univers-BoldItalic
    /UniversCondensed-Bold
    /UniversCondensed-BoldItalic
    /UniversCondensed-Medium
    /UniversCondensed-MediumItalic
    /Univers-Medium
    /Univers-MediumItalic
    /URWBookmanL-DemiBold
    /URWBookmanL-DemiBoldItal
    /URWBookmanL-Ligh
    /URWBookmanL-LighItal
    /URWChanceryL-MediItal
    /URWGothicL-Book
    /URWGothicL-BookObli
    /URWGothicL-Demi
    /URWGothicL-DemiObli
    /URWPalladioL-Bold
    /URWPalladioL-BoldItal
    /URWPalladioL-Ital
    /URWPalladioL-Roma
    /USPSBarCode
    /VAGRounded-Black
    /VAGRounded-Bold
    /VAGRounded-Light
    /VAGRounded-Thin
    /Verdana
    /Verdana-Bold
    /Verdana-BoldItalic
    /Verdana-Italic
    /VerdanaRef
    /VinerHandITC
    /Viva-BoldExtraExtended
    /Vivaldii
    /Viva-LightCondensed
    /Viva-Regular
    /VladimirScript
    /Vrinda
    /Webdings
    /Westminster
    /Willow
    /Wingdings2
    /Wingdings3
    /Wingdings-Regular
    /WNCYB10
    /WNCYI10
    /WNCYR10
    /WNCYSC10
    /WNCYSS10
    /WoodtypeOrnaments-One
    /WoodtypeOrnaments-Two
    /WP-ArabicScriptSihafa
    /WP-ArabicSihafa
    /WP-BoxDrawing
    /WP-CyrillicA
    /WP-CyrillicB
    /WP-GreekCentury
    /WP-GreekCourier
    /WP-GreekHelve
    /WP-HebrewDavid
    /WP-IconicSymbolsA
    /WP-IconicSymbolsB
    /WP-Japanese
    /WP-MathA
    /WP-MathB
    /WP-MathExtendedA
    /WP-MathExtendedB
    /WP-MultinationalAHelve
    /WP-MultinationalARoman
    /WP-MultinationalBCourier
    /WP-MultinationalBHelve
    /WP-MultinationalBRoman
    /WP-MultinationalCourier
    /WP-Phonetic
    /WPTypographicSymbols
    /XYATIP10
    /XYBSQL10
    /XYBTIP10
    /XYCIRC10
    /XYCMAT10
    /XYCMBT10
    /XYDASH10
    /XYEUAT10
    /XYEUBT10
    /ZapfChancery-MediumItalic
    /ZapfDingbats
    /ZapfHumanist601BT-Bold
    /ZapfHumanist601BT-BoldItalic
    /ZapfHumanist601BT-Demi
    /ZapfHumanist601BT-DemiItalic
    /ZapfHumanist601BT-Italic
    /ZapfHumanist601BT-Roman
    /ZWAdobeF
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 150
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 2.00333
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 150
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 2.00333
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /GrayImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 600
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.00167
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e55464e1a65876863768467e5770b548c62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc666e901a554652d965874ef6768467e5770b548c52175370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /GRE <>

    /HRV (Za stvaranje Adobe PDF dokumenata pogodnih za pouzdani prikaz i ispis poslovnih dokumenata koristite ove postavke.  Stvoreni PDF dokumenti mogu se otvoriti Acrobat i Adobe Reader 5.0 i kasnijim verzijama.)
    /HUN <>
    /ITA (Utilizzare queste impostazioni per creare documenti Adobe PDF adatti per visualizzare e stampare documenti aziendali in modo affidabile. I documenti PDF creati possono essere aperti con Acrobat e Adobe Reader 5.0 e versioni successive.)
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020be44c988b2c8c2a40020bb38c11cb97c0020c548c815c801c73cb85c0020bcf4ace00020c778c1c4d558b2940020b3700020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken waarmee zakelijke documenten betrouwbaar kunnen worden weergegeven en afgedrukt. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /ENU (Use these settings to create Adobe PDF documents suitable for reliable viewing and printing of business documents.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
>> setdistillerparams
<<
  /HWResolution [600 600]
  /PageSize [612.000 792.000]
>> setpagedevice


