
ARTICLE IN PRESS

Vol. 00 No. 00&& 2021
Image quality assessment of low-dose protocols in cone
beam computed tomography of the anterior maxilla

Randi Lynds Ihlis, DDS,a,b Nils Kadesj€o, PhD,c Georgios Tsilingaridis, DDS, PhD,d,f

Daniel Benchimol, DDS, PhD,e and Xie Qi Shi, DDS, MSc, PhDg,h
Objectives. To evaluate overall image quality and visibility of anatomic structures on low-dose cone beam computed tomography

(CBCT) scans and the effect of a noise reduction filter for assessment of the anterior maxilla.

Methods. We obtained 48 CBCT volumes on 8 skull-phantoms using 6 protocols: 2 clinical default protocols [standard definition

(SD) and high definition (HD)] and 4 low-dose protocols, 2 with a noise reduction filter [ultra-low-dose with high definition

(ULDHD) and ultra-low-dose (ULD)] and 2 without [low-dose with high definition (LDHD) and low-dose (LD)]. Overall image

quality and visibility of 8 anatomic structures were assessed by 5 observers and statistically analyzed using the Wilcoxon signed

rank test. Intra- and interobserver agreement was measured using Cohen’s weighted kappa.

Results. HD provided higher overall image quality than diagnostically required; LD scored lower than diagnostically acceptable.

ULDHD, ULD, and LDHD were acceptable. For anatomic structures, ULDHD and ULD were acceptable. LDHD and LD showed

significantly inferior visibility for 1 and 4 structures, respectively. Mean values of intra- and interobserver agreement were 0.395

to 0.547 and 0.350 to 0.370, respectively.

Conclusions. ULDHD, ULD, and LDHDmay be recommended for assessment of impacted maxillary canines. The noise reduction filter

affects image quality positively only at low exposure. (Oral Surg Oral Med Oral Pathol Oral Radiol 2021;000:1�9)
Obtaining two-dimensional (2D) radiographic

images is common in dentistry when assessing the

location of impacted canines, their relation to surround-

ing anatomic structures, and possible resorption of

neighboring teeth.1-3 When these images cannot pro-

vide enough diagnostic information for further treat-

ment planning, current European guidelines

recommend supplementing them with a localized small

field of view (FOV) cone beam computed tomography

(CBCT) volume.4-6 The most common reason for

obtaining a CBCT of the anterior maxillary region in

adolescents is to assess impacted maxillary canines and

their surrounding structures.7,8 A missed diagnosis or
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delayed treatment results in 48% of patients developing

root resorption of permanent adjacent incisors, which

then leads to further and often complicated orthodontic,

surgical, and prosthetic treatments.9-11

Although the acquisition of three-dimensional (3D)

CBCT volumes is rapidly increasing in popularity, the

increased radiation-associated risks that CBCT entails

warrant attention, especially regarding pediatric

patients who have at least a three times greater risk for

developing cancer from radiation exposure than

adults.6,12,13 The association between radiation expo-

sure and cancer risk is important, and the significance

of this risk is made more problematic when considering

that the effects of radiation can appear earlier in the life

span of young patients.14-18 A recent dosimetry study

of a 10-year-old anthropomorphic child phantom

showed that the estimated dose burden for CBCT is 15

to 140 times higher compared with 2 intraoral radio-

graphs, implying an increased risk of children develop-

ing radiation-induced cancer later in life.19 Another

study suggests that, even when the same imaging pro-

tocols are used, a 10-year-old receives a 30% higher

effective dose from a dental CBCT examination than

an adolescent would receive.20 In response to the need

to optimize pediatric dental X-ray examinations, the

DIMITRA (Dentomaxillofacial paediatric imaging: an

investigation toward low-dose radiation induced risks)

research group has expanded upon the previously

accepted “as low as reasonably achievable” (ALARA)

and “as low as diagnostically acceptable” (ALADA)

principles in radiology by recommending the use of

exposure doses that are as low as diagnostically

acceptable, indication-oriented, and patient-specific
1
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(ALADAIP).21-23 The ALADAIP principle addresses

the importance of conducting radiographic examina-

tions in terms of maintaining diagnostically acceptable

image quality for the individual patient’s specific task

while at the same time carefully applying imaging pro-

tocols with the lowest possible dose needed to maintain

necessary image quality.

From a clinical point of view, a protocol can be opti-

mized individually by adjusting the kilovolts (kV), milli-

ampere-seconds (mAs), voxel size (mm), and number of

frames captured when obtaining a scan and by limiting the

FOV so that radiation exposure is confined to the anatomic

area that is relevant for the diagnostic task in question.

Optimized protocols have been investigated for other diag-

nostic purposes and are reportedly effective in reducing

patient dose.24-26 A study that examined optimized proto-

cols for assessing the lamina dura found that an ultra-low-

dose protocol with HD did not differ statistically from the

4 top-ranking protocols tested, implying that even fine

structures usually requiring HD can be visualized with

lower dose exposures.27 Some researchers believe that a

high-definition CBCT image is needed for diagnosing

impacted canines to identify small but clinically relevant

tissue or morphologic changes in the tooth and surrounding

structures.23 Low-dose CBCT protocols have also been

suggested.28,29 However, only 1 study, using 1 phantom

for protocol testing, has evaluated the image quality of

scanning protocols intended for maxillary canine impac-

tion. Although high-dose protocols produce subjectively

appealing images, the cost of extra radiation to the patient

is not justified if low-dose images that are diagnostically

sufficient could potentially limit exposure dose.30

Optimization of exposure, such as by developing

low-dose protocols, is an effective strategy to reduce

patient dose during radiographic examinations. Still,

the dramatically reduced exposure inevitably comes

with a reduced signal-to-noise ratio (SNR) in the resul-

tant images.28 Planmeca Oy offers ultra-low-dose pro-

tocols with reduced mAs combined with a lower

number of pulsed exposures that introduce a reduced

SNR in the resulting image. To compensate for the

noise caused by low mAs and fewer projections, a

noise reduction filter (the Adaptive Image Noise Opti-

miser [AINO] filter, Planmeca Oy, Helsinki, Finland)

is automatically applied to these ultra-low-dose (ULD)

and ultra-low-dose with high definition (ULDHD) pro-

tocols.

The aims of the present study were twofold: (1) to

compare the subjective evaluation of overall image

quality of CBCT scans designed to depict impacted

maxillary canines exposed with 6 protocols using com-

binations of exposure parameters and the AINO noise

reduction algorithm, and (2) to compare the visualiza-

tion of 8 anatomic structures as depicted with the 6 pro-

tocols.
MATERIAL AND METHODS
Experimental design
Eight dry human skulls, previously used as teaching

materials at the Karolinska Institute, Huddinge, Swe-

den, were employed as test phantoms. Because the ori-

gins of the specimens were untraceable, the regional

ethics review boards in Stockholm (Dnr: 2007/1288-

31/2) and in Bergen (Dnr: 161998) concluded that there

were no potentially conflicting ethical aspects in the

present study.

The dry skulls were used to construct test phantoms

as described in an earlier study by Liljeholm et al.24

Occlusion for each skull was stabilized using dental

impression material, both between the maxillary and

mandibular teeth as well as between the temporoman-

dibular joint fossa and the condyle bilaterally. Soft tis-

sue was simulated by placing each skull into a clear

close-fitted and water-filled plastic bag. The bag was

then placed into a cylindrical container made of 5.0-

mm thick acrylic, with a diameter of 20 cm. A

4.0 £ 6.0-cm plexiglass cylinder was placed under-

neath each skull to simulate the atlas vertebra and pro-

vide balance for each specimen. Air-filled examination

gloves were also used as additional stability for each

skull's position during exposure (Figure 1).

CBCT examination
Six CBCT scans were obtained for each of the 8 skulls

using the Planmeca ProMax 3D Mid system. The scan-

ning protocols employed in the project consisted of 4

of the existing protocols suggested by the manufac-

turer, as follows: a standard definition protocol (SD),

which is the clinical default protocol for canine impac-

tion; a high definition protocol (HD) usually used for

detecting fine details, such as endodontics-related diag-

nostic tasks; an ultra-low-dose protocol with high defi-

nition (ULDHD); and an ultra-low-dose protocol

(ULD). Both the ULDHD and the ULD protocols use

Planmeca’s AINO noise reduction filter. The HD scans

had a voxel size of 150 mm, and protocols without HD

had a voxel size of 200 mm. Additionally, we tested a

low-dose protocol with high definition (LDHD) and a

low-dose protocol (LD). These 2 protocols were self-

developed and aimed at producing dose levels equiva-

lent to the ULDHD and ULD protocols, respectively,

but without the AINO noise reduction algorithm

(Table I). All CBCT exposures had a 4.0 £ 5.0-cm

FOV obtained with a single 210-degree rotation. Rep-

resentative axial sections from each of the 6 protocols

are illustrated in Figure 2.

Image evaluation
The 48 volumes were randomly coded using Microsoft

Excel Worksheet (Redmond, WA, USA) and organized

in Romexis (version 3.8.3.R 2014-12-17, Planmeca).



Fig. 1. A skull phantom as prepared for acquisition of the CBCT scans. (Reprinted with permission of the publisher from Lilje-

holm et al. 2017.)

Table I. Detailed information regarding the exposure protocols

Protocol Type Definition kV mAs Voxel size (mm) Frames Nominal DAP (mGycm2) Dose fraction of the SD (%)

SD* Standard Normal 90 96 200 400 329 100%

HD* Standard HD 90 150 150 500 514 156%

ULDHD* ULD HD 90 36 150 500 122 37%

ULD* ULD Normal 90 23 200 400 77 23%

LDHDy Low-dose HD 90 38 150 500 129 39%

LDy Low-dose Normal 90 22 200 400 74 22%

kV, kilovolts; mAs, milliampere-seconds; DAP, dose area product; SD, standard deviation; HD, high definition; ULD, ultra-low-dose; LD, low-

dose.

*Manufacturer’s default protocols: Standard definition (SD): current clinical default for impacted canine examination, High definition (HD),

Ultra-low-dose with high definition (ULDHD), Ultra-low-dose (ULD). Both the ULDHD and the ULD protocols use the Planmeca Adaptive

Image Noise Optimiser (AINO) noise reduction filter.

ySelf-developed protocols. Low-dose with high definition (LDHD) and low-dose (LD) were established to produce dose levels equivalent to the

ULDHD and ULD, respectively, but without the quality enhancement AINO algorithm.
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Each CBCT data set was assessed independently by 5

specialists in dentomaxillofacial radiology. The

observers all had at least 3 years of experience, with a

range of 3 to more than 10 years, in the interpretation

of CBCT scans. Each observer had prior experience

working with Romexis clinically. The observers were
blinded to the exposure protocols and phantom num-

bers during the image assessments.

All observers examined the images under identical

viewing conditions consisting of a dimly lit room and a

19-inch screen with 1280 £ 1024 definition (Eizo

Flexscan, Model MX190, EIZO Nanao Corporation,



Fig. 2. CBCT axial sections from the same phantom captured using the 6 examination protocols, with the corresponding dose area

product (DAP) values. *SD, standard definition; HD, high definition; ULDHD, ultra-low-dose with high definition; ULD, ultra-

low-dose; LDHD, low-dose with high definition; LD, low-dose. *Current clinical default setting with standard definition (SD).
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Hakui, Ishikawa, Japan). The screen display was

adjusted to the Digital Imaging and Communications

in Medicine (DICOM) mode enabled by the monitor

settings, in which the gray-scale display was calibrated

as described by Barten.31 Image manipulation was

allowed, enabling the observers to adjust the grey level,

contrast, and multiplanar reconstruction according to

their individual preferences.

Overall image quality and visibility of anatomic
structures
The CBCT data sets were evaluated in terms of the

overall subjective impression of the quality of the

CBCT images of the anterior maxilla and the detect-

ability of anatomic structures. Detailed instructions

about the evaluation criteria, including how to rate the

overall image quality and the visibility of the struc-

tures, were given to all observers.

Image quality was defined as the ability of the image

to answer diagnostic questions in the clinical situation

of impacted maxillary canines. The overall image qual-

ity for each of the 48 CBCT volumes was individually

ranked according to an ordinal scale of 1 to 4, in which

1 was poor, 2 was questionable, 3 was good (diagnosti-

cally acceptable), and 4 was excellent.

The anatomic structures included a range of radio-

graphically visible landmarks in the anterior maxillary

region that commonly provide vital diagnostic infor-

mation for future orthodontic treatment regarding the

interpretation of the canine position as well as possible

canine-induced root resorption (Table II). The follow-

ing structures were assessed: (1) the intermaxillary

suture; (2) the incisive foramen and canal(s); (3) the

cortical bone of the buccal/palatal surface of the
maxilla; (4) the trabecular bone pattern (spongiosa);

(5) the distinction of the grey level difference in

enamel, dentin, and pulp; (6) the lamina dura; (7) the

periodontal ligament space; and (8) the distinction of

the root apex shape. The structures were assessed in

terms of their visibility according to an ordinal scale of

1 to 4, in which 1 indicated that the structure was not

visible, 2 indicated questionable visibility (diffuse,

noisy), 3 indicated that the structure was visible (diag-

nostically acceptable for the task of assessing impacted

maxillary canines), and 4 indicated that the structure

was distinctly visible. The most common score value

of all observers’ answers was considered representative

of the overall image quality and the level of visibility

for each anatomic structure in question and used for

data analysis.

Twelve CBCT scans (from 2 of the 8 skulls) were

reassessed by all 5 observers with a time lag of at least

3 weeks. This process provided reproducibility data

for 25% of all CBCT images.

Statistical analyses
The statistical analysis was performed using SPSS

(IBM SPSS Statistics, version 27, IBM Corp, Armonk,

NY, USA).

The one-sample Wilcoxon signed rank test was

applied to determine whether the median of overall

image quality and landmark visibility for each of the

protocols was significantly different from a hypotheti-

cal median, “3,” representing the cut-off for diagnostic

acceptability according to our ordinal scale. The null

hypothesis was that the overall image quality and visi-

bility of each structure were at a diagnostically accept-

able level (score 3) for the task of assessing anterior



Table II. Anatomic structures examined in the current study and their definitions

Structures Definition

Intermaxillary suture Thin radiolucent line interproximal to the central incisors and inferior to the anterior nasal

spine, forming the midline of the premaxilla.

Incisive foramen and canal(s) Ovoid radiolucency in the palate directly posterior to the central incisors (foramen) with

radiopaque lateral borders around radiolucencies extending from the anterior floor of

the nasal fossae to the anterior maxillary midline (canals).

Cortical bone Radiopaque borders located on the buccal and palatal surfaces of the alveolar bone.

Trabecular bone pattern (spongiosa) Cancellous bone located between the cortical plates, visualized as thin radiopaque trabec-

ulae traversing many small radiolucent cavities.

Gray level difference in enamel,

dentin, and pulp

Clear distinction between the gray levels of enamel and dentin at the dentinoenamel junc-

tion and between dentin and pulp.

Lamina dura Thin radiopaque line located in the alveolar bone surrounding the roots of the teeth.

Periodontal ligament space The radiolucent space located between the tooth root and the lamina dura.

Root apex shape Clear distinction of the shape and contours of the root apices.
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maxillary structures, including impacted maxillary can-

ines, for all 6 scanning protocols. The significance level

was set at P = .05.

Intra- and interobserver agreement was established

using Cohen’s weighted kappa statistics. The outcome

was interpreted according to the Landis and Koch scale

for observer agreement in assessing categorical data.32

Kappa scores are interpreted in this scale as almost per-

fect (0.81-1.0), substantial (0.61-0.80), moderate (0.41-

0.60), fair (0.21-0.40), and poor (0.0-0.20).

RESULTS
Subjective overall image quality differences were seen

between some of the examination protocols (Figure 3).

The protocols that ranked highest for overall image

quality, HD and SD, were the 2 protocols that also had

the highest radiation burden for the patient, with HD at

156% of the dose for the reference standard dose

(100%), as shown in Table I. The AINO noise reduc-

tion filter, applied to the ULDHD and ULD protocols,

seemed to be needed only when the exposure was

reduced dramatically, such as with the LD protocol.

The overall image quality and visibility of the 8 ana-

tomic structures based on the 5 observers’ scores were

measured as observed median values for each scanning

protocol, using the one-sample Wilcoxon signed rank

test (Table III). For the overall image quality, the

results of 2 scanning protocols allowed rejection of the

null hypothesis; the HD protocol had a significantly

higher median value (P = .014), and the LD protocol

had a significantly lower median value (P = .034) than

the hypothetical diagnostically acceptable value of “3.”

The high score for HD required a much larger radiation

exposure at 156% of the dose for the SD protocol. The

LD protocol required 22% of the SD dose but with a

significantly poorer outcome.

With regards to the visibility of anatomic structures,

a number of structures had significantly higher

medians than “3” (highlighted). Of these, the most
prominent protocol was HD with 6 of the 8 structures

receiving significantly higher scores (P � .020), indi-

cating that the image quality of HD is unnecessarily

superior to what is diagnostically needed (Table III).

The LDHD protocol had a significantly lower median

value than “3” for the precision of identifying the inter-

maxillary suture (P = .020). The LD protocol showed a

significantly inferior visibility than the standard in rec-

ognizing the intermaxillary suture, trabecular bone pat-

tern, lamina dura, and periodontal ligament space (P �
.017). These findings allow rejection of the null

hypothesis regarding visibility of the structures for the

LDHD and LD protocols.

Based on all five observers, intraobserver agreement

of overall image quality ranged from 0.286 to 0.471

(fair to moderate) with a mean of 0.395, and intraob-

server agreement regarding the anatomic structure visi-

bility ranged from 0.485 to 0.66 (moderate to

substantial) with a mean of 0.547.32 Pairwise interob-

server agreement based on the 5 observers regarding

overall image quality ranged from 0.167 to 0.513 (poor

to moderate) with a mean of 0.350, and interobserver

agreement regarding anatomic structure visibility

ranged from 0.135 to 0.537 (poor to moderate) with a

mean of 0.370.32

DISCUSSION
Our results suggest that the overall image quality was

at a diagnostically acceptable level for the defined

diagnostic task using the following 4 protocols: SD,

ULDHD, ULD, and LDHD. HD was rejected due to

unnecessarily high image quality, and LD was rejected

for producing unacceptably poor image quality.

A compounding problem when trying to determine a

radiologist’s preference is that a visually pleasing

image could subjectively be seen as superior even

though an image with lower definition could suffice for

accurate interpretation.33 High-dose exposure protocols

with fine spatial definition may be necessary for



Fig. 3. Overall image quality in relation to exposure protocols. SD, standard definition; HD, high definition; ULDHD, ultra-low-

dose with high definition; ULD, ultra-low-dose; LDHD, low-dose with high definition; LD, low-dose. The top of the box repre-

sents the 75th percentile; the bottom of the box represents the 25th percentile, and the middle line represents the median. The

whiskers extend from minimum to maximum values, excluding outliers or extreme values. The star beyond the whisker represents

an outlier.

Table III. One-sample Wilcoxon signed rank test for exposure protocols

SD median

(significance*,y)
HD median

(significance*,y)
ULDHD median

(significance*,y)
ULD median

(significance*,y)
LDHD median

(significance*,y)
LD median

(significance*,y)

Overall image

quality

3.25 (0.063) 4.00 (0.014) 3.00 (0.783) 3.00 (1.000) 3.00 (0.083) 2.25 (0.034)

Intermaxillary

suture

3.00 (0.705) 3.25 (0.098) 2.00 (0.086) 2.00 (0.079) 2.00 (0.020) 2.00 (0.017)

Trabecular bone

pattern

3.25 (0.258) 4.00 (0.019) 3.00 (0.748) 2.00 (0.067) 3.00 (0.102) 2.00 (0.011)

Cortical bone 3.50 (0.015) 4.00 (0.007) 3.50 (0.038) 3.75 (0.052) 3.00 (0.257) 3.00 (0.257)

Incisive foramen

and canal(s)

4.00 (0.005) 4.00 (0.005) 4.00 (0.014) 4.00 (0.025) 3.00 (0.317) 3.00 (0.083)

Gray level differ-

ence in enamel,

dentin, and pulp

3.50 (0.046) 4.00 (0.008) 3.50 (0.023) 3.50 (0.034) 3.50 (0.034) 3.00 (0.157)

Lamina dura 3.00 (1.000) 3.75 (0.052) 3.00 (0.458) 2.75 (0.098) 2.75 (0.129) 2.00 (0.014)

Periodontal

ligament

3.25 (0.234) 4.00 (0.020) 3.25 (0.408) 2.00 (0.058) 2.75 (0.059) 2.00 (0.014)

Root apex shape 4.00 (0.025) 4.00 (0.005) 3.25 (0.059) 3.00 (0.180) 3.00 (0.180) 3.00 (0.655)

One-sample Wilcoxon signed rank test for overall image quality and the visibility of the 8 anatomic structures using the hypothetical median of

“3” (diagnostically acceptable) for the exposure protocols. The observed medians and their P values are listed for each protocol. Data underlined

indicates the observed medians that are significantly lower than 3, whereas highlighted data indicates the observed medians that are significantly

higher than 3.

SD, standard definition; HD, high definition; ULDHD, ultra-low-dose high definition; ULD, ultra-low-dose; LDHD, low-dose high definition; LD,

low-dose.

*The significance level is P = .05.

yAsymptotic significance is displayed.
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evaluating impacted canines. The HD of these proto-

cols provides a reliable assessment of key anatomic

structures in the anterior maxilla, which is paramount

for diagnostic and treatment purposes.23 In the present

study, the HD protocol was overqualified when consid-

ering that the significantly higher overall quality score

came with a greater radiation burden to the patient.

Both HD and SD could be replaced by ULDHD, ULD,

or LDHD protocols, which all provided diagnostically

acceptable image quality for impacted canines while

simultaneously reducing the dose for this group of

patients by 63%, 77%, and 61%, respectively, com-

pared with the SD protocol. These 3 LD protocols

demonstrated the best balance between image qual-

ity and radiation burden for diagnosing anatomic

structures in the anterior maxilla and are therefore

suitable for CBCT examinations for assessing

impacted maxillary canines. This finding is in line

with a previous study by Rivas et al., 28 in which a

50% dose reduction could be reached through dose

optimization.

Within the scope of the present study, the dose area

product (DAP) was used as a feasible way to determine

the relative dose reduction between examination proto-

cols. The kV, filtration, and FOV size and position

were kept constant. Under these conditions, DAP and

effective dose are directly proportional to each other.

Thus, a 63% relative difference in DAP corresponded

to a 63% relative difference in effective dose. Note that

DAP cannot be directly used to compare radiation

doses between examinations of different anatomic

locations and FOV size or with different X-ray energies

(determined by kV and filtration). Different X-ray

devices could also have different irradiation geome-

tries, such as the angle of rotation. Comparing DAP

under any of those conditions introduces potentially

large errors, making effective dose a more valuable

tool.34

Of the ULDHD, ULD, and LDHD protocols, LDHD

stood out as significantly poorer for visualizing the

intermaxillary suture (P = .020). A plausible reason for

this finding is the large variation in the suture among

adults. It is difficult to detect when ossification occurs

during development, especially when the CBCT voxel

size is larger than half of the suture size. The intermax-

illary suture has the most delicate details of the ana-

tomic structures that were evaluated, so it was

expected to be difficult to visualize. However,

impacted canine assessments and their related diagnos-

tic tasks rarely require clear visibility of the intermaxil-

lary suture, and the visibility of this structure may only

be indicated in a few select cases.

The median values of structure visibility generally

decreased as the radiation dose decreased (Tables I and

III). The LD protocol stands out as insufficient because
the observed median values were significantly lower

than “3” in detection of the intermaxillary suture, the

trabecular bone pattern, the lamina dura, and the peri-

odontal ligament space. Inferior image quality in terms

of structure visibility was not observed using the ULD

protocol, which had a comparable dose level to the LD

protocol (77 mGycm2 for ULD vs 74 mGycm2 for

LD), indicating the positive effect of the AINO noise

reduction filter. Noise within a certain range does not

degrade diagnostic performance, as previous studies

have shown.35-37 However, when the exposure is dra-

matically reduced, the resultant image can have a

noisy, distracting visual appearance, and the visibility

of subtle anatomic structures may be affected, such as

with the LD protocol. In this case, a noise reduction fil-

ter might be necessary to compensate for the reduced

SNR.

If visualization of fine structures such as the inter-

maxillary suture, trabecular bone pattern, lamina dura,

or periodontal ligament space is not essential for the

patient’s clinical situation, the other structures of inter-

est for impacted canines can be seen with the LD proto-

col.

When deciding on the appropriate method for radio-

graphic analysis in Sweden, the dentomaxillofacial

radiologist is responsible for the choice of the applied

modality and exposure settings that are deemed neces-

sary for the diagnostic task. Internationally, orthodont-

ists in many instances make this decision. However,

there is a lack of scientific evidence illustrating which

CBCT dose protocol should be used when examining

impacted maxillary canines. To add to the challenge of

selecting and optimizing protocols, different clinical

situations require patient-specific diagnostic informa-

tion that is dependent on what the clinician requires for

therapeutic planning, even for the same diagnostic

task. For example, patients with impacted maxillary

canines may require different protocols depending on

whether the tooth will be treated with orthodontic force

or extracted.23 When faced with a diagnostic task that

requires clearly visible fine details for certain struc-

tures, a protocol with a higher exposure and fine spatial

definition is needed.

From a clinical point of view, decision making in treat-

ing impacted canines can be influenced by information

about the position of the canine and the location of

canine-induced root resorptions.5,38 Currently, the man-

agement of canine impaction commonly includes acquir-

ing diagnostic information obtained from CBCT,

although little is known about how LD protocols could

influence the choice of therapy or treatment

outcome.7,8,39 Further clinical studies are needed to iden-

tify how the application of LD protocols can be selected

and applied, based on information from the present study

on the visibility of the anatomic structures.
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Intraobserver agreement in this study ranged from

fair to substantial. The LD protocols were quite similar

to each other, and low intraobserver agreement could

be explained by the subtle differences between proto-

cols. Interobserver agreement regarding subjective

preference varied greatly between viewers, with

weighted kappa values ranging from 0.167 to 0.513,

indicating that the radiologists had differing subjective

preferences. In the field of radiology, subjective prefer-

ence in image quality differs depending on the individ-

ual who is interpreting the images. To account for this

difference, we used the most common score value of

the observer’s answers to represent the average demand

on image quality. Similar levels of agreement can be

seen in a previous dose optimization study, although

these results are not directly comparable to the current

investigation.24 Our results regarding interobserver

agreement reflect the current clinical situation of differ-

ent subjective preferences on image quality among

dentomaxillofacial radiologists. However, observers

were given detailed verbal instructions about the evalu-

ation criteria, and no practical calibration was per-

formed using extra CBCT volumes because we used all

the skulls that we had available for the study. In the

present investigation, most of the observers were not

used to viewing LD CBCT images. Therefore, we

expect that after more perceptual training and precali-

bration of observers, the intra- and interobserver agree-

ment may be increased in future studies.

Based on these results, future similar studies on

image quality assessment, assuming that a significant

difference of 0.5 with a standard deviation of 0.4 is

expected using a 4-rank scale, will require a minimum

sample size of 8 phantoms. Our measurements resulted

in a standard deviation of approximately 0.4. A limita-

tion with our in vitro design was that none of the 8

specimens had canine impaction. The ideal study

design would be based on phantoms that are age-appro-

priate with impacted canines, but such phantoms are

difficult to collect. Previous research performed in vivo

on patients with impacted canines have evaluated diag-

nostic accuracy, but to our knowledge none have

focused on image quality. Performing this study and

applying 6 different protocols in vivo is not ethically

practical due to the radiation burden to the patients.

This study tested image quality using dry skull phan-

toms, and the images for each protocol were standard-

ized in terms of positioning and lack of motion. This

precluded a comparison of images with motion arti-

facts. Our results should be interpreted with caution

because, with an in vivo design, we would expect to

see artifacts due to the canine overlapping the roots of

adjacent teeth, beam hardening/beam starvation

effects, motion artifacts, and metal artifacts. Testing

and adjusting the proposed ULDHD, ULD, and LDHD
protocols in a clinical situation should be evaluated in

future prospective clinical studies.
CONCLUSIONS
For the CBCT unit Planmeca ProMax 3D Mid, the

ULDHD, ULD, and LDHD protocols may be recom-

mended for clinical studies on assessing impacted max-

illary canines because these protocols provide

comparable diagnostic information with a radiation

dose of 23% to 39% of the standard protocol recom-

mended by the manufacturer. Planmeca AINO’s noise

reduction filter seems to have a positive effect on

image quality when the exposure dose is low.
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